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Purpose/Objective: To compare complication rate, outcome, and 
compliance of patients (pts) treated with pulsed dose rate (PDR) 
versus low dose rate (LDR) brachytherapy (BRT) following external 
beam radiation therapy (EBRT) for endometrial cancer (EC). 
Materials and Methods: From August 2009 to August 2012, 50 
consecutive pts, undergoing total abdominal hysterectomy, bilateral 
salpingo-oophorectomy for endometrial cancer were treated by 
adjuvant EBRT and intra-cavitary PDR BRT because of invasion of the 
cervical canal. Median age was 68 years. Pathological stage according 
to the FIGO 2010 classification was: 7 IA, 9 IB, 21 II, 1 IIIA, 2 IIIB,9 IIIC, 
1 IVA. Histology was adenocarcinoma in 35 cases (70%) and other 
histologies in 15 cases (30%). All pts underwent EBRT to the pelvic 
region to a total dose of 45-50 Gy in 25 fractions, with a 3D-RT in 29 
cases (58%), and with IMRT in 21 cases (42%). After EBRT, all pts 
underwent to BRT boost with PDR 192Ir source. The median PDR dose 
(prescribed to 0.5 cm from the vaginal surface) was 9 Gy (1 
application/die delivered by means of 10 or 12 pulses of 0.45 Gy every 
half an hour for 2 days). A cohort of 44 pts with similar clinical 
characteristics and treated by LDR BRT from 1998 to 2006 was 
analyzed and compared. In the LDR group, median age was 67.5 years, 
pathological stage showed 7 IA, 11 IB, 17 II, 3 IIIA, 1 IIIB,5 IIIC and 
histology was adenocarcinoma in 39 cases (89%) and other histologies 
in 5 cases (11%). All pts after EBRT to the pelvic region to a total dose 
of 45-50 Gy in 25 fractions underwent BRT boost with LDR 137Cs 
sources inserted with a customized vaginal moulde (moulage). The 
median LDR dose (prescribed to 0.5 cm from the vaginal surface) was 
13 Gy (range, 10 -15 Gy). Acute and late effects were assessed by the 
RTOG scoring systems in both treatment groups.  
Results: Early toxicity as G1-G2 enteric, urinary and vaginal was 
observed in 14%, 16%, 38% of cases and in 41%, 16%, 36% of cases in 
the PDR and LDR group, respectively. G3 vaginal acute toxicity was 
found in 4% of pts only in PDR group. With a median follow-up of 17 
and 59 months for the PDR and LDR group,1 (2%) and 3 pts (6%) 
developed vaginal-cuff relapse, and 2 (4%) and 3 pts (7%) developed 
distance metastasis, respectively. Late toxicity as G1-2 gastro-enteric, 
urinary and vaginal was observed in 2%, 0%, 12% of cases and in 2%, 
2%, 15% of cases of the PDR and LDR group, respectively.No pts was 
excluded a priori from the both PDR and LDR treatment, and no pts 
interrupted both the PDR and LDR treatment. 
Conclusions: PDR BRT is a safe and effective BRT method in the 
treatment of EC. It combines the physics benefits of dose optimization 
and the radiobiological advantages of LDR BRT. PDR allowed also to 
avoid the exposure of personnel to ionizing radiation making easier 
the patient management. 
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Purpose/Objective: Due to its superior soft-tissue contrast, magnetic 
resonance imaging (MRI) is valuable in image guided interventions like 
brachytherapy (BT). It provides better visualization of the target and 
critical structures at the moment of intervention. At the UMC Utrecht 
we built a dedicated treatment suite equipped with an HDR 
afterloader and a 1.5 T MR scanner, where patient treatment and MRI 
can be combined. Purpose of this combined interventional imaging 
and application approach is to treat patients with 3D MRI guided 
adaptive brachytherapy and to control DVH parameters before start of 
irradiation. In this abstract we describe our first clinical experience 
with MR guided interstitial BT of the orbita/ nasal cavity area. 
Materials and Methods: This study decribes the MRI guided BT 
procedure for 2 patients. Patient 1 received pulsed dose rate (PDR) BT 
on the resection margins after exenteratio orbitae due to a acinic cell 
carcinoma of the lacrimal gland. Patient 2 recieved PDR BT after 
exenteratio orbitae for a local recurrence within 1.5 years of a 
squamous cell carcinoma originating from the oral cavity. Individual 
moulds were made that fitted the patients orbita cavity. Patients 
underwent MR imaging prior to BT. MRI based preplans were made to 
determine catheter trajectories for optimal dose distribution. 
Catheter trajectories were drilled into or glued to the mould and 
patients underwent MR imaging with mould in situ to verify the 
position of the catheters in relation to patients anatomy. The 
catheters were filled with saline solution to make them visible on MRI. 
Preplans were made with the catheter positions visible. Application of 
the mould and the catheters was performed in the MRI-HDR suite to 
verify the mould position and thereafter a definitive dose distribution 
was planned. For patient 1 twelve catheters were inserted up to 36 
mm into the tissue under MR guidance posterior in the orbitacavity. 
For patient 2 fourteen catheters were placed in the mould and 2 
catheters interstitially in the cheek. The accuracy of MRI based 
reconstruction was verified by CT based reconstruction. The following 
tumorcidal dose parameters were evaluated: V100, V150 and V200 
(percentage target volume receiving 100%, 150% and 200% of the 
prescription dose, respectively). 
Results: For both patients, the MRI guided BT procedure with mould 
was feasible and the reconstruction accuracy was ±1 mm. The 
prescription dose for patient 1 was 78 pulses of 70 cGy, given in 
extended office hours. V100= 97%, V150=61%, V200=22%. Short term 
follow up (8 months): no evidence of disease. The prescription dose 
for patient 2 was 82 pulsesof 70 cGy, given in extended office hours. 
V100= 82%, V150=37%, V200=19%. Short term follow up (9 months): no 
evidence ofdisease. 
Conclusions: MR guided interstitial BT with moulds is feasible and may 
lead to better positioning of catheters with respect to target volume 
and thus better dose distributions. 
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Purpose/Objective: To verify the accuracy of an independent point 
dose calculation to validate the dose calculation algorithm (AAPM TG-
43) of a brachytherapy treatment planning system. 
Materials and Methods: Commissioning was performed of the 
Nucletron Oncentra Brachytherapy (v 4.1) treatment planning system. 
The source configuration data of Nucletron 192-Ir-mHDR-V2 and other 
TG-43 parameters, including dose rate constant, geometry factor, 
radial dose function and anisotropy function, were checked for errors 
and anomalies. This data was also entered into RadCalc (v 6.1) 
software for use as an independent point dose calculation method, 
and a manual calculation of treatment time of three sources dwell 
position was compared to that reported by the Oncentra TPS. The 
point dose calculations based on the TG-43 dosimetry protocol were 
also compared to the previously commissioned Nucletron Plato (v 
14.3.7) brachytherapy TPS, and also verified using the brachytherapy 
module in RadCalc. Thirty-four retrospective treatment plans (25 
cervical CA using tandem and ovoids and 9 endometrium CA using 
cylinder and ovoids) were generated using Plato and Oncentra with 
the same planning data sets (normalization, optimization, and 
prescription dose). The plan results, source times and point doses, 
were compared with each system and also exported to RadCalc and 
evaluated using an acceptance criteria of ±2% for agreement. 
Results: The dose computation algorithm appears consistent to within 
less than 2% for Oncentra, Plato and Radcalc, in terms of point doses 
and source times. The total treatment time for Oncentra and Radcalc 
are equal for each patient plan. For Plato and Oncentra, the 
treatment times differ slightly due to differences in the rounding 
methods used to determine the dwell times for each source position. 
An independent, manual treatment time check was also found to be 
within acceptable limits of ±2% for a multiple-source (dwell position). 
Conclusions: The point dose verification for brachytherapy planning 
system was accepted for clinical use. Independent checks using point 
dose calculation software provide a simple, fast and accurate method 
to check TPS. Since patient-specific quality assurance requires a quick 
and simple method, this approach can be confidently used to verify 
the accuracy of dose calculation prior to each patient treatment.  
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Purpose/Objective: Of all the possible radiotherapy modalities for 
localized prostate cancer, none offers such operator dependency as 
brachytherapy (BT). There are significant traps and risks that need to 
be mastered before a BT 'team' is skilled enough to perform the 
procedure. This competence occurs only after a BT 'team' has 
performed a certain number of procedures. In this work, the learning 
curve of our BT 'team' performing prostate high dose rate (HDR) BT 
with transrectal ultrasound (TRUS) guided real-time treatment 
planning was studied. To this aim, a new index called Optimal 
PlanIndex (OPI) was proposed. Moreover, dosimetric data about the 
first 60 treatments performed with this technique were analysed. 
Materials and Methods: In December 2009 a new HDR BT facility was 
implemented for prostate treatments at INT. Since this date, 60 
patients were selected according to GEC/ESTRO-EAU 
recommendations for temporary HDR prostate BT using an Ir-192 
stepping source. TRUS-guided real-time treatment planning was 
adopted as the standard procedure instead of CT imaging. The major 
steps of this procedure are: i) a first ultrasound scan to perform 
treatment pre-planning. In this phase, needles location is decided; ii) 
patient implant; needles location might change from the one 
previously decided on the virtual pre-plan; iii) a second ultrasound 
scan is finally performed to guide the definitive treatment planning. 
All HDR treatments were then performed using a MicroSelectron-
HDR(Nucletron) facility. The delivered dose per fraction was of 14Gy. 
All needles were immediately removed after treatment. To evaluate 
the learning curve of our BT 'team' to performing this procedure, a 
new index called Optimal Plan Index (OPI) was defined as the dose to 
95% of the prostate divided by the dose to 0.1cc of the urethra.  
Results: To evaluate the learning curve of the BT 'team', Dose 
Homogeneity Index (DHI), Conformity Index (COIN) as well as OPI were 
analysed. DHI and COIN didn’t show any correlation with the BT 'team' 
increasing experience, whereas OPI resulted to be a good indicator of 
the learning curve. The lowest value of OPI was obtained on 
treatment number 12, where the pubic arc obstruction was 
erroneously estimated. The number of adopted needles with respect 
to the prostate volume was as well investigated to verify and possibly 
modify treatment planning strategies. 
Conclusions: In contrary to the already existing DHI and COIN, the 
newly proposed OPI was a good indicator of the learning curve of our 
BT 'team' Analysis of the stored dosimetric data was useful to 
investigate and possibly modify treatment planning strategies (e.g., 
number of needles with respect to the prostate volume, optimization 
algorithm). 
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Purpose/Objective: We describe five patients receiving a re-
implantation (RI) after post-operative dosimetry of the primary 125-I 
permanent brachytherapy (BT) for prostate cancer revealed an 
insufficient dose coverage. 
Materials and Methods: Out of 222 consecutive patients treated (from 
March, 2001 to August, 2012) with 125-I BT, dosimetric verification by 
CT and MRI fusion four to eight weeks after implantation displayed an 
insufficient dose coverage in five patients. In these patients, a RI with 
10 to 19 seeds was performed three to four months after primary 
intervention. Dosimetry after RI showed an improved and sufficient 
total dose coverage in all patients. 
Results: At last follow-up (18 to 99 months, median 57 months), none 
of the patients had relevant implant associated side-effects. 
Functional outcome was comparable to patients after one-time 
implantation. PSA levels post intervention showed a decreasing 
tendency in 4 patients. One patient had a local recurrence after 12 
months. The D5% (Dose to 5% of the urethra volume) was aimed to be 
below 150% (217.5Gy) of the prescribed dose for primary 
implantation. During salvage re-implantation these criteria were not 
met in any of the 5 cases. The D5 values ranged from 221Gy to 376Gy. 
The volume of the rectum receiving 100% of the prescribed dose was 
aimed to stay under 0.3cm3 (VR100%), this was exceeded in five re-
implantations; the volumes ranged from 0.4cm3 to 5 cm3. Despite 
exceeding typical urethral and rectal dose constraints, toxicities were 
not observed. 
Conclusions: In our series, approximately 2% of the patients treated 
with permanent prostate BT required and received a RI due to 
insufficient dose coverage. None of the patients who underwent RI 
experienced complications. Our series, along with other published 
reports, demonstrates good tolerability.  
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Purpose/Objective: High dose rate brachytherapy (HDRBT) has been 
established as an effective technique for dose escalation boost 
delivered in combination with external beam radiotherapy (EBRT). 
The placement of the needles is usually guided by transrectal 
ultrasound (TRUS). Modern ultrasound equipment and dedicated 
software enable real-time ultrasound based treatment planning. Such 
procedure has been used at Oslo University Hospital since 2007.  
Materials and Methods: We have analysed 192 patients treated with 
HDRBT from January 2009 until October 2012 using Oncentra Prostate 
software. The HDRBT was delivered about four weeks prior to the 
EBRT using two fractions separated by two weeks. The CTV was 
defined as the prostate gland plus a 2 mm margin to account for 
possible extracapsular disease. The planning aim was to deliver 10 Gy 
to the CTV per fraction with a dose constraint of 12 Gy and 6.6 Gy to 
the urethra D0.1cc and the rectum D2cc, respectively. 
Results: The prostate gland and the CTV had an average volume of 
26.1 ± 8.7cc and 35.5 ± 10.7cc, respectively, and were treated using 
an average of 16 ± 2 needles. The D90 of the CTV was on average 10.5 
± 0.3 Gy, with 95% of the treatments resulting in a D90 of 10.0 Gy or 
higher. In average the urethra D0.1cc and the rectum D2cc was 11.4 ± 
0.5Gy and 5.7 ± 0.7 Gy, respectively. For the whole treatment cohort 
an average conformity index (COIN) of 0.84 ± .04 was found. In 
average there was not found any significant change in the delineated 
prostate gland volume between the first and the second 
brachytherapy fraction, even for the group of patients where the 
same doctor performed delineation for both fractions thus eliminating 
interobserver variations. As expected, a positive correlation (R2 of 
0.42) was found between the prostate volume and the number of 
needles used. CTV volume and D90 was found to be uncorrelated. 
However, the analysis also showed a weak positive correlation 
between CTV volume and COIN, indicating that we were able to 
achieve higher conformity for larger prostate volumes.  
Conclusions: Using real-time TRUS based HDRBT technique we were 
able to achieve a D90 at our planning aim for more than 95% of our 
patients without violating the OAR constraints. 
 
   
